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Background: Arthritic toe pathologies frequently lead to the development of painful apical pressure skin lesions
that can compromise gait and affect quality of life. Historically conservative treatments involve the use of a toe
prop with the intended aim of reducing plantar pressure from the apex of the digit. However, the effect of toe
prop treatment on plantar digital pressure has not been investigated.
Method: Twenty two subjects were recruited with lesser digital deformities and associated apical skin lesions.
Individual pressure sensors were placed on the apices of the lesser toes and pressure was recorded under three toe
prop conditions (leather, gel and silicone mould). A modified comfort index was utilised to assess the comfort of
each condition.
Results: Significant difference (p< 0.05) in mean peak pressure was observed at the apex of the 2nd toe when
using the gel (p< 0.001) and silicone (p< 0.001) toe prop compared to no toe prop. There was also a significant
difference in the mean pressure time integral at the apex of the 2nd toe when using gel (p< 0.001) and silicone
(p< 0.004) toe props. There was no significant correlation between comfort and the recorded peak pressures.
However, there was an indication that the silicone toe prop was more comfortable.
Conclusion: As compared to the leather and silicone mould toe props, gel toe props were found to be the most
effective for reducing peak pressure and pressure time integral on the apex of the second digit in patients with
claw or hammer toe deformity.
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Toes play an important role in dynamic foot function by
increasing the weight bearing area of the forefoot. This
increased area allows for sufficient plantar pressure to
be exerted over a fixed point from which the body can
then be propelled forward [1,2]. The digits stability and
plantar flexion movements in a healthy foot that give
this propulsion are controlled by the foot flexor muscles
and plantar fascia arrangement [2-4].
The development of painful arthritic toe pathologies
occurs over a long period of time, where alterations in
propulsion can change joint positions. This can lead to
pressure related skin lesions that compromise gait and
can affect quality of life [5]. Digital deformities in the sa-
gittal plane include claw, hammer, retracted and mallet* Correspondence: h.r.branthwaite@staffs.ac.uk
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reproduction in any medium, provided the ortoes. These digital deformities are diagnosed depending
on which digital joint is maintained in a flexed or
extended position. A claw toe is a flexus digitus deform-
ity involving hyperextension of the metatarso-phalangeal
joint (MTP) combined with flexion of the distal and
proximal interphalangeal joints (IP) [6]. A hammered
toe involves hyperextension of the MTP Joint and a
flexion deformity of the proximal IP Joint, however there
is no flexion deformity at the distal IP joint [6-8].
Clawed and hammered digits are more frequently
associated with apical lesions particularly in the second
digit which can bear 25% of digital peak plantar pressure
and can be a main source of discomfort in the forefoot
[1,9-11]. In these digital deformities the apex of the toe
comes into contact with the ground first rather than the
plantar fat pad that protects the distal phalanx. This
increases the apical plantar pressure by reducing the
contact area of the digit [8]. Retracted and mallet digitall Ltd. This is an Open Access article distributed under the terms of the Creative
ommons.org/licenses/by/2.0), which permits unrestricted use, distribution, and
iginal work is properly cited.
Figure 1 Leather toe prop. Leather toe props were fitted to digit
size and were plantigrade with 3rd metatarsal head.
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pressure and apical lesions are therefore less common in
these two type of deformities.
Skin lesions forming on the apex of the digit are a re-
sult of hyperkeratosis (locally increased rate of prolifera-
tion of keratinocytes), a normal physiologic response of
the skin to chronic excessive pressure [12]. If pressure
and tissue stress continue over time without symptom
relief then the tissue can ulcerate and in some cases this
can lead to toe amputation [13,14]. Off-loading pressure
from the apex of the digit provides an indispensable pre-
condition both for encouraging the tissue-repair mech-
anism, where active lesions are present, and also for
stopping the potential progression of pre-ulcerative con-
ditions toward lesions [12].
Toe props have been used to treat painful apical skin
lesions for over 80 years and are placed under the claw
or hammer digit with an aim to decrease plantar digital
pressure [15-18]. Different types of toe props used for
the treatment of apical lesions vary extensively. In clin-
ical practice the size of the toe prop fitted depends on
the length of digit, severity of the clawing and the com-
fort of the prop. A toe prop which is too large or ill fit-
ting may well reduce apical pressure, as the toe apex will
not touch the ground, but increased bulk can restrict
function of the digits, create dorsal lesions and be un-
comfortable to wear. A correctly fitted toe prop (shape
and size) is still likely to reduce apical pressure and coin-
cide with a better functioning toe increasing the comfort
of the prop.
To date there has been minimal research into the ac-
tual effect of the toe prop on apical pressure and the
practice of apical lesion management with a toe prop is
mainly based on tradition. A further understanding of
pressure reduction, comfort and effect of different toe
props will enhance clinical practice in the management
of digital foot pain. The aim of this study is to investi-
gate the effect of 3 toe props regularly used in clinical
practice for the treatment of callus related to apical pres-
sures in subjects who have been diagnosed with either
claw or hammer digital deformities. Additionally, the
comfort of the props used will also be assessed as the re-
duction in pressure with a toe prop is known clinically
for not always being tolerated by the patient.
Methods
Prior to commencing this study ethical approval was
sought and granted by Staffordshire University Research
Ethics Committee, Stoke-on-Trent, UK. All subjects
recruited provided written informed consent prior to the
participation in this study.
A repeated measures design was employed to allow com-
parisons between the three toe prop conditions. Twenty
two subjects (18 female: 4 male. Age 68 SD +/− 10years.Weight 73.21 kg SD +/− 10.5 kg. Height 168.4 cm SD+/−
8.82cm.) were recruited from a clinical population. All
subjects presented with clawing/hammer of all lesser digits
(second third fourth and fifth). The frequency of promin-
ent digital deformities over the other digits included;
second n=9, third n=2, fourth n=2 and fifth n=3.
Hyperkeratotic lesions were present in frequency on the
apex of the second n=12, third n=11, fourth n=1 and
fifth n=0. Subjects were excluded if they had no apical
lesion, complex ulcerations, foot surgical intervention,
inappropriate footwear and an inability to walk unaided.
Subject preparation
One week prior to data collection all recruited subjects
received debridement of the apical lesion. This allowed
for all subjects to be relieved from any direct pain
related to the apical lesion. There have been mixed
results regarding callus removal with reports supporting
and negating the benefit of callus removal on pressure
[13,19]. To gain a comparable comfort score removal of
callus was deemed appropriate. Digital deformity was
recorded as either flexible or rigid at each of the prox-
imal and distal interphalangeal joints. Footwear was not
standardised to portray an appropriate everyday lifestyle
condition. Subjects own footwear used in the study was
assessed for depth, width and length. Subjects were
excluded if the footwear was tight and influenced toe
spacing and depth.
All recruited subjects were fitted with three types of
toe props to be researched (Figures 1, 2 and 3). Leather
and gel toe props are preformed devices that are fitted
based on foot and digit size. Silicone mould toe props
are bespoke and individually molded to the digit. To keep
within repeated measure design the prefabricated mea-
sured toe props (leather and gel) were assessed for fit by
evaluating the position in relation to the plantigrade
Figure 2 Gel toe prop. Gel toe props were similarly fitted to digit
size and plantigrade with 3rd metatarsal.
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metatarsal head was classified as suitable, anything pro-
truding or regressing from the plantar surface was refitted.
Silicone moulds were manufactured for 2, 3, and 4 digits
with the silicone spread evenly on to the apices of the dis-
tal phalanges with no added bulk under the proximal pha-
langes. The size, shape and form can vary with each
patient depending on the participants toe structure there-
fore to minimize variance all toe props were dispensed by
the same researcher.
Data collection
A week after preparation, data were collected for each
subject for each toe prop condition and a no toe prop
condition (as control). Prior to testing all subjects were
asked to complete a visual analogue scale, modified com-
fort index [20]. The scale evaluated the comfort of 10
parameters associated with the toe prop fit, size and feelFigure 3 Silicone toe prop. Silicone toe props were individually
molded to the contours of the digits.and is based on a visual analogue scale of 10 cm. The line
is a representation of how comfortable the toe prop is
from 0 cm being very uncomfortable to 10 cm being very
comfortable. A cumulative score from each parameter is
generated and is an indication of overall comfort. A max-
imum score of 100 indicates extreme comfort.
Toe prop conditions were randomly allocated by the
subject picking a card blinded to the researcher identifying
the trial condition. Cards were continued to be picked
until a full order of testing conditions was obtained. After
each toe prop condition was applied to the digits the sub-
jects were asked to walk around for 2 minutes and evalu-
ate each condition for comfort. This was again collected
using the comfort index.
On completion of recording the comfort score, plantar
pressure data were collected using Walkinsense (Tomor-
row Options Microelectronics, S.A. Sheffield, UK). The
sensors are individual piezoresistive force 100Hz sensors
that were attached to the apices of each lesser toe 1–4
(Figure 4). The sensors are comparable to other plantar
pressure systems but caution should be taken for a direct
comparison of results between software [21]. The foot was
cleaned and adhesive spray was applied to improve adhe-
sion of the sensors. These sensors were connected to a
wireless blue tooth device on the ankle, which is held in
place by a Velcro strapping [21]. Proprietary software sup-
plied by the manufacturers was set to receive data corre-
sponding to the foot tested. Pressure data were collected
whilst the subject walked at a self selected speed along a
10 meter walkway. From this data eight foot falls were
recorded.
Data analysis
Statistical analysis was conducted using SPSS (IBM v 19)
software. Tests for normality to ensure the assumptionsFigure 4 Sensor placement: 1 =Apex of second digit, 2 =Apex
of third digit, 3 =Apex of fourth digit and 4 =Apex of fifth
digit.
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Smirnov statistic (>0.5 indicating normality). For data that
met the assumptions parametric testing was implemented,
for all data that did not meet the assumptions for normal-
ity non parametric equivalents were applied.
For each toe prop variable the comfort results were
analysed using a non parametric Friedman test, alpha set
at 0.05.
After removing the first and last steps, three foot falls
with comparable pressure data were extracted, analysed
and averaged [22]. The mean peak pressure and pressure
time integral were calculated for each sensor in each of
the four conditions. This data was statistically analysed
using a one way repeated measure analysis (ANOVA)
with alpha set at 0.05.
Results
Mean plantar digital peak pressure
The mean plantar digital peak pressure for each sensor is
reported in Figure 5. For all sensors the leather toe prop
reduced peak pressure from the no toe prop condition.
The gel toe prop also reduced mean peak plantar digital
pressure for all sensors accept sensor 4. The silicone toe
prop reduced mean peak plantar digital pressure com-
pared to no toe prop condition for sensor 1 only, sensor
2,3 and 4 recorded higher mean peak plantar digital pres-
sure. Significant difference in mean peak apical pressure at
the apex of the 2nd toe (sensor 1) (Wilks’ Lambda= .27, F
(3,19) = 16.38, p < 0.001, multivariate partial eta squared=
.72) was observed. Significance was seen when introdu-
cing the gel and silicone toe prop conditions. There was
no statistical significant difference between toe prop con-
ditions for mean peak apical pressure at the apex of the
third fourth and fifth (sensor 2,3 and 4).
Mean plantar digital pressure time integral
The mean pressure time integral followed a similar trend
to peak pressure with leather and gel toe props reducingFigure 5 Mean Peak pressure results. Mean Peak Pressure for
each sensor for each condition with error bars.the pressure time integral when compared to the control
and silicone only achieving a reduction at apex of second
digit (sensor 1) Figure 6. The results for apex 5th digit
(sensor 4) however, indicate an increase in the pressure
time integral for the gel and silicone toe props. A signifi-
cant difference was also observed in the mean pressure
time integral at the apex of the 2nd toe (sensor 1) (Wilks’
Lambda = .32, F (3,19) = 13.48, p < 0.001, multivariate
partial eta squared = .68). The significance differences
were seen whilst introducing the gel and silicone toe
props. Again, there was no significant difference between
conditions for mean pressure time integral at the apex
of the third fourth and fifth (sensor 2,3 and 4).
Comfort index
The scatter graph Figure 7 highlights the lack of relation-
ship for the comfort of each condition. Each subject indi-
cated different comfort scores for each of the toe props
tested. There was little or no trend to be observed be-
tween conditions. It was found that 32% (n= 7) of subjects
using a toe prop were more comfortable when compared
to the control condition, with no specific trend between
which toe prop was most comfortable. Similarly, 18%
(n= 4) found the control condition more comfortable than
any of the toe prop conditions. The statistical analysis
using the Friedman test indicated there was no significant
difference in the comfort scores across the four variables
measured (p > 0.536. χ2 (3,n= 22) = 2.18, p< .0.005). Me-
dian values between control (Md= 36.5) and gel (Md=
29.8) leather (Md=28.1) decreased. There was an in-
crease in values for silicone (Md=37.6) suggesting there
may be a relationship in comfort for silicone toe props.
Correlation between comfort and peak pressure
When comparing the recorded mean peak plantar digital
pressure for the apex of the second digit (sensor 1) with
the reported comfort scores for each variable there was
no relationship observed. A Spearman rho correlation0
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Figure 6 Pressure time integral results. Pressure Time Integral for
each sensor for each condition with error bars.
Figure 7 Comfort Scores. Comfort scores for each subject for each condition. The smaller the score the less comfortable the prop the higher
score favours more comfort.
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and comfort for no toe prop r=0.131, gel r= 0.74, leather
r=0.158 and silicone r= 0.15 showing no correlation be-
tween mean peak plantar digital pressure and comfort.
Discussion
The results from this study highlight a significant reduc-
tion in peak plantar digital pressure and plantar digital
pressure time integral on the apex of the second digit
for the gel and silicone toe prop conditions. This demon-
strates that the use of silicone and gel toe props are the
most suitable current treatments when the desired object-
ive is to reduce peak plantar digital pressure as well as
pressure time integral for lesions on the apex on the
second digit.
Lesion formation on the apex of digits has been asso-
ciated to the amount of time pressure is raised in an area
rather than the quantity of pressure [17,23]. A prolonged
period of time under pressure deforms skin cells and insti-
gates a hyperkeratotic response leading to the formation
of callus and corns. If the lesion is not removed and the
pressure continues the cells deform further breaking the
epidermis and ulcerating the skin [12,13]. By reducing the
peak pressure and pressure time integral this mechanism
can be resolved and the patient’s symptoms are relieved.
The three toe props investigated in this study are regularly
used in clinical practice with understanding based on trad-
itional concepts rather than research. Often toe props are
dispensed on patient preference and past experience ra-
ther than clinical measures of reduced plantar digital pres-
sure. This study has provided additional knowledge as to
the effectiveness of toe props utilised in practice.
Although plantar digital pressure was reduced with sili-
cone and gel toe props, patient compliance and comfortare often more important to the success of the treatment.
Poor compliance often leads to the perception of the treat-
ment being ineffective. Foot orthoses have been shown to
be worn more when they are perceived as comfortable,
delivering positive outcome measures to the success of the
treatment [24]. Therefore making an effective treatment
comfortable will enhance patient compliance and the out-
comes achieved. This study highlighted no significant cor-
relation between perceived comfort and reduction in
pressure therefore it is not advisable to evaluate the im-
pact of pressure reduction by the reported comfort level
of the device. However it can be accepted that patients
will not tolerate a toe prop device that is very effective in
reducing pressure if it is not comfortable.
Furthermore, comfort analysis indicated that subjects
found the silicone devices to be marginally more com-
fortable than the gel and leather toe props. With the
knowledge that there was no significant change in peak
pressure or pressure time integral when using a leather
toe prop it could be further concluded that this prop has
no clinical use for lesions on the 2nd apex and should be
replaced with a gel or silicone device that has been
shown to reduce plantar digital pressure when treating
apical lesions on the second digit.
The higher comfort index associated with silicone
prop may also be in part due to the results of a higher
contact surface area between the digits and the moulded
silicone prop. The silicone prop covers the whole plantar
surface of digits, whereas the gel and leather do not. The
moulding technique, through which this kind of prop is
manufactured, provides a bespoke contact surface area
with the digits while complying with the shape of the
lesser toes. This may increase the comfort associated
with distributing the ground reaction force over a larger
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digits. Further studies are warranted to assess the effect
of toe props on the plantar and digital pressure as well
as interdigital. In such studies visco-elastic properties of
the material which the prop is made off as well as the
application technique that determined the geometry and
contact area needs to be considered and scrutinised.
The population sampled in this study presented with a
variety of toe deformities, all subjects had claw/hammer
lesser toes with a prevalence of second toe deformities.
Apical lesions were seen most frequently on the apex of
the second digit which can bear 25% of digital peak plan-
tar pressure and can be a main source of discomfort in the
forefoot [1,9-11]. The success of the toe props in signifi-
cantly reducing pressure in this area could be related to
the type and frequency of this deformity within the popu-
lation sampled. Although there were apical lesions present
on the third digit also, this was not seen as a predomin-
ately deformed toe and could be associated with abnormal
pressure at the second digit. Therefore, the distribution of
second digital apex lesions within the sampled population
may have promoted the significance of the results and fur-
ther studies focusing on high frequency lesions on the
third fourth and fifth apex are recommended.
Conclusions
It can be concluded that the results of this study have
demonstrated that there is a significant reduction in mean
peak plantar digital pressure and pressure time integral on
the apex of the second digit when using a gel and silicone
toe prop. Furthermore from the sample studied the silicone
toe prop was identified as more comfortable than the gel
and leather toe props. It can therefore be recommended
that the silicone toe prop is used as a primary treatment for
second toe apical lesions associated with elevated peak
plantar digital pressure and pressure time integrals.
Competing interests
All authors involved in this manuscript can declare that they had no
competing interests.
Authors’ contributions
SJ and HB designed and conducted the study. SJ, HB and RN processed and
analysed the data including statistical analysis. SJ, HB, NC produced and
revised the manuscript. All authors reviewed the final manuscript before
submission.
Acknowledgments
Canonbury Products Limited, Brackley, Northamptonshire, UK, for the supply
of GELX universal toe props.
Bailey’s instruments Ltd. 527 Wilbraham Road, Chorlton-cum-Hardy,
Manchester,UK. for the supply of the silicone Bailey’s putty.
Received: 31 May 2012 Accepted: 22 August 2012
Published: 29 August 2012
References
1. Hughes J, Clark P, Klenerman L: The importance of the toes in walking.
J Bone Joint Surg 1990, 72:245–251.2. Hamel AJ, Donahue SW, Sharkey NA: Contributions of Active and Passive
Toe Flexion to Forefoot Loading. Clin Orthop Relat Res 2001, 393:326–334.
3. Mann R, Hagy JL: The function of the toes in walking running and
jogging. Clin Orthop Relat Res 1979, 142:4–29.
4. Bus SA, Maas M, De Lange A, Michels RPJ, Levi M: Elevated plantar
Pressures in neuropathic diabetic patients with claw/hammer toe
deformity. J Biomech 2005, 38:1918–1925.
5. Bowling A, Grundy E: Activities of daily living: changes in functional
ability in three samples of elderly and very elderly people. Age Ageing
1997, 26:107–114.
6. Schrier JCM, Verheyen CPM: Definitions of Hammer toe and claw toe J Am
Podiatr Med Assoc 2009, 99:194–197.
7. Myerson M, Shereff M: The pathological anatomy of claw and hammer
toes. J Bone Joint Surg 1989, 71-A:45–49.
8. Bus S, Maas M, Michels RPJ, Levi M: Role of intrinsic Muscle Atrophy in the
Etiology of Claw Toe Deformity in Diabetic Neuropathy may not be as
straight forward as Widely Believed. Diabetes Care 2009, 132:1063–1067.
9. Fortin PT, Myerson MS: Second Metatarsophalangeal Joint Instability.
Foot Ankle Int 1995, 16:306–313.
10. Dhukaram V, Hossain S, Sampath J, Barrie JL: Correction of hammer toe
with an extended release of the metatarsophalangeal joint. J Bone Joint
Surg 2002, 84:986–990.
11. Kwon OY, Tuttle LJ, Johnson JE, Mueller MJ: Muscle imbalance and
reduced ankle joint motion in people with hammer toe deformity.
Clin Biomech (Bristol, Avon) 2009, 24:670–675.
12. Freeman DB: Corns and calluses resulting from mechanical
hyperkeratosis. Am Fam Physician 2002, 65:2277–2280.
13. Sanders JE, Goldsteine B, Leotta D: Skin response to mechanical stress:
adaptation rather than breakdown – a review of literature. J Rehabil Res
Dev 1995, 32:214–226.
14. Slater RA, Hershkowitz I, Ramot Y, Buchs A, Rapoport MJ: Reduction of
digital plantar pressure by debridement and silicone orthosis. Diabetes
Res Clin Pract 2006, 74:263–266.
15. Kippen C: High intensive management/treatment - a clinical survey.
Chiropodist (Lond) 1983, 38:293–299.
16. Kippen C: A literature review of non-surgical techniques used by
chiropodists for correcting lesser toe pathologies. J Brit Pod Med 1992,
47:137–140.
17. Claisse PJ, Binning J, Potter J: Effect of Orthotic Therapy on Claw Toe
Loading. Results of Significance testing at Pressure sensor units. J Am
Podiatr Med Assoc 2004, 94:246–254.
18. Scirè V, Leporati E, Teobaldi I, Nobili LA, Rizzo L, Piaggesi A: Effectiveness
and Safety of Using Podikon Digital Silicone Padding in the Primary
Prevention of Neuropathic Lesions in the Forefoot of Diabetic Patients.
J Am Podiatr Med Assoc 2009, 99:28–34.
19. Potter J, Potter M: Effect of callus on peak plantar pressures. Foot (Edinb)
2000, 10:23–26.
20. Mündermann A, Stefanyshyn D, Nigg B: Relationship between comfort of
shoe inserts and anthropometric and sensory factors. Med Sci Sports Exerc
2001, 33:1939–1945.
21. Healy A, Burgess-Walker P, Naemi R, Chockalingam N: Repeatability of
walkinsenseW in shoe pressure measurement system: A preliminary
study. Foot (Edin) 2012, 22:35–39.
22. Cousins SD, Morrison SC, Drechsler WI: The reliability of plantar pressure
assessment during barefoot level walking in children aged 7–11 years.
J Foot Ankle Res 2012, 5:8.
23. Cavanagh PR, Ulbrecht JS: Clinical plantar pressure measurement in
diabetes: rationale and methodology. Foot (Edinb) 1994, 4:123–125.
24. Finestone A, Novack V, Farfel A, Berg A, Amir H, Milgrom C: A prospective
study of the effect of foot orthoses composition and fabrication on
comfort and the incidence of overuse injuries. Foot Ankle Int 2004,
25:462–466.
doi:10.1186/1757-1146-5-22
Cite this article as: Johnson et al.: The effect of three different toe props
on plantar pressure and patient comfort. Journal of Foot and Ankle
Research 2012 5:22.
